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Summary
In biological fluorescence microscopy, image contrast is often
degraded by a high background arising from out of focus
regions of the specimen. This background can be greatly
reduced or eliminated by several modes of thick specimen
microscopy, including techniques such as 3-D deconvolution
andconfocal.Therehasbeenagreatdealofinterestandsome
confusionaboutwhichofthesemethodsis‘better’,inprinciple
or in practice. The motivation for the experiments reported
here is to establish some rough guidelines for choosing the
most appropriate method of microscopy for a given biological
specimen.Theapproachistocomparetheefficiencyofphoton
collection, the image contrast and the signal-to-noise ratio
achieved by the different methods at equivalent illumination,
using a specimen in which the amount of out of focus
background is adjustable over the range encountered with
biological samples. We compared spot scanning confocal,
spinning disk confocal and wide-field/deconvolution (WFD)
microscopesandfindthattheratioofoutoffocusbackground
to in-focus signal can be used to predict which method of
microscopy will provide the most useful image. We also find
that the precision of measurements of net fluorescence yield
is very much lower than expected for all modes of microscopy.
Our analysis enabled a clear, quantitative delineation of the
appropriateuseofdifferentimagingmodesrelativetotheratio
of out-of-focus background to in-focus signal, and defines an
upperlimittotheusefulrangeofthethreemostcommonmodes
of imaging.
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Introduction
In biological fluorescence microscopy, image contrast is often
degraded by high background arising from out of focus
regions of the specimen. This background can be greatly
reduced or eliminated by several methods of ‘thick specimen
microscopy’, such as wide-field/deconvolution (WFD), spot
scanningconfocal(alsocalledpointscanningorlaserscanning
confocal), spinning disk confocal or multiphoton microscopy.
There has been a great deal of interest and some confusion
about which of these methods is ‘better’, in principle or in
practice. It is for instance common to hear opinions such
as: ‘less photobleaching occurs when using a disk scanning
confocal than other types of microscope and therefore disk
scanning confocal is ‘best for live-cell imaging’; or, ‘the laser
illumination used for spot scanning confocals photobleaches
much more than the mercury arc illumination used for wide-
field(WF)microscopes’.Forbiologicalmicroscopiststheseare
critically important issues and it would be of great benefit
to the community to have solid data on which to base
these opinions. Perhaps even more valuable is to have a
straightforward,generallyaccepted,testprotocolthatanyone
could use to address these issues in the context of their own
local facilities. In this study, we have developed a method
to compare the performance of three of the most commonly
used techniques: WFD, spot scanning confocal and spinning
disk confocal. For our purposes, better performance will be
defined as achieving a higher image quality at equivalent
3-Dresolutionundertheconstraintsimposedbyworkingwith
typical biological specimens.
Some useful measures of image quality include the overall
efficiency of photon acquisition, image contrast and the
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precision of quantitative measurements based on image pixel
intensities. In fluorescence microscopy, the precision of image
intensities, typically characterized as signal-to-noise ratio
(SNR), should be limited only by the Poisson noise associated
with stochastic absorption, excitation and re-emission of
photons. The highest achievable SNR in a single image will
therefore never be greater than the square root of the number
ofphotons/pixelintheimage.Inpractice,anupperlimittothe
SNR is set by the square root of the number of photons/pixel
whenthedetectorelementreachesfullcapacity,orsaturation.
Out of focus background light acts to reduce the effective
capacity of the detector; that is, photons from out of focus
fluorescence saturate the detector, limiting accumulation
of photons from the in-focus plane. Each method of thick
specimen microscopy attempts to circumvent this problem in
a different way. WFD microscopy aims to use the out of focus
lighttoreconstructthein-focusobject.Spinningdiskconfocal,
spot scanning confocal and multiphoton microscopy spatially
restrict the region of excitation and/or detection of emitted
photonstoreducethecontributionofoutoffocusbackground,
thus preserving more of the detector capacity for the in-focus
light.
Illumination-dependent photobleaching of fluorophores in
all specimens and phototoxicity that occurs during live cell
imaging restricts the amount of fluorescence excitation light
that can be practically used. This limits the available emission
photons to a number far below the capacity of a detector
element, significantly lowering the achievable image SNR.
Each method of thick specimen microscopy has its own
characteristic mixture of strengths and weaknesses, ensuring
that rank order of performance among different methods will
depend on the relative weight assigned to different aspects
of performance. Biological specimens differ widely in the
level of background compared to in-focus signal, in rate of
photobleachingandinsensitivitytophotodamage.Therelative
importance assigned to different measures of microscope
performance is therefore strongly sample dependent.
The motivation for the experiments reported here is
to establish methodology and guidelines for choosing the
appropriate mode of thick specimen microscopy for a given
biological specimen. The approach is to compare images
acquired by the different methods at equal illumination,
employing a specimen whose properties are well defined
but adjustable over the range encountered with biological
samples, using three different measures of performance. We
are primarily concerned with the level of signal and noise in
the context of a 3-D sample, but wish to have a test protocol
that also rewards higher 3-D resolution. This combination is
conveniently brought about using fluorescent beads that are
comparableinsizetotheresolutionlimitofthehighnumerical
aperture systems used for fluorescence microscopy. When
these beads are imaged at appropriately high magnification,
decreased resolution has the effect of smearing the available
signal photons over an unnecessarily large number of pixels,
thusdecreasingthenumberofphotons/pixel,andloweringthe
SNR and contrast. In this situation, measurements of image
contrast and SNR, nominally a function of light throughput
and added noise, also become sensitive to lowered resolution.
The remaining major difficulty in testing the performance
of different microscope systems is in arranging for the
comparisontobecarriedoutwithequaldosageofillumination.
Clearlyiftherewerenocontrolofilluminationdose,then,other
thingsbeingequal,longerexposureandbrighterillumination
would give higher image SNR, up to the limit imposed by
maximumdetectorcapacity.Aspreviouslydescribed(Murray,
1998), an essential feature of the comparisons is therefore
to calibrate the illumination system on each microscope by
measuring the photobleaching of a standardized specimen,
whose photobleaching is a measure of the illumination
time-irradiance integral. When this time-irradiance integral
is adjusted to be the same for two different microscope
systems, the quality of the images of small subresolution
fluorescent objects becomes a system-independent measure
of performance that is sensitive to light throughput, 3-D
resolution and intrinsic noise.
A disadvantage of using the rate of photobleaching
to calibrate illumination irradiance is that multiphoton
microscopy cannot be part of the comparison. The
unexpectedly severe photobleaching observed with 2-photon
illumination, unpredictably dependent on the third to fifth
power of illumination irradiance (Patterson & Piston, 2000),
violates the fixed relation between photon emission and
photobleaching that is required for our method. This study
was therefore performed on three of the most commonly used
3-D imaging techniques for which photobleaching can be
usedasanaccuratemeasureofilluminationirradiance:WFD,
spinning disk confocal and spot scanning confocal.
Methods
Background solution
AlexaFluor488hydroxylamine(MolecularProbes#A30269)
was dissolved in dry dimethylformamide to give a 10 mM
stock solution which was stored at −20◦C. Five μL of this
stock was mixed with 0.5 mL of 10 mM glucose in 10 mM
bicine pH 8.4 (final 100 μM fluorescent glucose, in ∼10 mM
nonfluorescent glucose) and incubated at room temp for 1
h. NaN3 was added to 10 mM and EDTA to 0.1 mM as
preservatives,andthesolutionwasfrozeninaliquotsat−20◦C.
Dilutions of this stock were made with 10 mM glucose,
10mMbicinepH8.4,10mMNaN3,0.1mMEDTAtoprepare
background solutions with concentrations of AlexaFluor488
glucose lower than 100 μM.
Beads
A total of 0.4 mL red fluorescent (580 ex/605 em) amine
modified latex microspheres, 0.21 μm diameter (Molecular
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Probes #F8763; 2% solids; ∼3.9 × 1012/mL; 5.3 μeq amine
residues/mL) was washed twice with water, then suspended
in 0.8 mL of 0.02% Tween 20, 12.5 mM NaHCO3 pH 8.3.
Fluorescein succinimidyl ester (Molecular Probes #F6130,
1.6 mg in 0.2 mL of DMSO) was added in 20 μL aliquots to
the bead suspension with vigorous stirring. After rotation for
1hatroomtemperature,0.8mL1Mglycinein0.1MNaHCO3,
was added, followed by another hour of rotation, addition of
bovine serum albumin (BSA) to a final concentration of 2%,
rotation for 15 min, centrifugation at ∼10000 × g for 3 min,
resuspension and washing three times with 0.02% Tween
20, 1% BSA, 10 mM TrisCl pH8.5. The bead suspension was
allowedtostandovernight,thencentrifugedandresuspended
in1mL10mMTrisClpH8.5(noBSA,noTween20)andstored
at 4 ◦C until use.
The amount of fluorescein in a 300-fold diluted bead
suspension(=2×10−8 M)wasestimatedbycomparisonofthe
green fluorescence of a washed bead suspension in 10 mM
bicine pH 8.4 with dilutions in the same buffer of a 50.7 μM
solution of fluorescein (Molecular Probes #F36915 NIST
traceable fluorescein standard), fluorescence measured with
490 nm excitation, 520 nm emission, 10 nm bandpass. The
numberofbeadsinthesamedilutedbeadsuspension(=5.8×
109/mL) was estimated by comparison of its red fluorescence
with dilutions of the original stock bead suspension (3.9 ×
1012 beads/mL according to the manufacturer), fluorescence
measured with 580 nm excitation, 605 nm emission, 10 nm
bandpass. The results of those two comparisons were then
usedtocalculatetheapparentnumberoffluoresceinmolecules
per bead (=2070). Fluorescence measurements were carried
out in 3 mL quartz cuvettes using a Hitachi Model F2000
fluorescence spectrophotometer.
The beads were also characterized by flow cytometry
using a Becton–Dickinson FACSCalibur instrument, with
488 nm excitation, and fluorescence detection in three
channels: 515–545 nm, 564–606 nm and >670 nm. This
analysisyieldedanestimateoffluoresceinperbeadequivalent
to 2100 molecules of fluorescein in solution, in excellent
agreement with the value measured by spectrophotometer.
The coefficient of variation (CV) of the fluorescein signal in
the flow cytometer was 16%, which is entirely accounted for
by the Poisson statistical variation of the estimated number of
photons (Shapiro, 2003) detected per bead in the fluorescein
channel, ∼40. Thus the fluctuation in fluorescein content
per bead must be substantially less than 16%, but it is not
possibletoestimatetheheterogeneityanymorepreciselythan
this.
Test specimens
To prepare bead specimens for imaging, 10 μL of bead
suspension diluted 1:100 with dry EtOH was spread on a
22 mm #1.5 cover slip and allowed to air-dry. Twenty-
five microlitres background solution was pipetted into a
well formed using a Secure-Seal spacer (Molecular Probes
#S24735). The cover slip with attached beads was inverted
on this well of solution, pressed to make a firm seal and the
edges of the cover slip were further sealed to the slide using
nail polish.
A slide with a thin layer of fluorophore was prepared using
fluoresceincoupledtoBSA.Fiftymicrolitres10%BSAinwater
was mixed with 50 μL 0.1 M NaHCO3 pH 8.8 and ∼ 1m g
fluorescein succinimidyl ester (Molecular Probes #F6130) in
10μLDMSO.After1hatroomtemperaturethelabelledprotein
wasseparatedfromfreedyewithaG25-Sephadexspincolumn.
Fivemicrolitresoflabelledproteinwasspreadevenlyonaclean
22 × 22 mm cover slip, then rinsed with cold acetone. The
cover slip was air-dried, the protein layer was fixed with 10%
formaldehyde in PBS for 30 min, rinsed twice with 10 mM
bicine pH 8.4, and mounted over a thin layer of the same
buffer.
Microscopy
Images were collected on a variety of microscopes. In each
case, the objective lens giving the brightest image was used
and other optical components were chosen to give a pixel
size of ∼0.1 μm. In all cases, the refractive index of the
immersion oil was carefully selected empirically to minimize
spherical aberration. In the WF microscopes, the field stop
was set to a diameter just slightly greater than the field of
view of the camera. In the confocal microscopes, preliminary
measurements established the range over which emitted
fluorescence increased linearly with illumination irradiance
(i.e. no significant depletion of the ground-state population).
Linearity of AOTF response was established independently
of fluorescence yield by measuring excitation light reflected
from a mirror at various AOTF settings. The confocality of
confocal microscopes is dramatically affected by lateral and
axial chromatic aberration. To compensate for this, all spot
scanning systems include an adjustable ‘collimator’ lens that
attemptstomakethefocalpositionforexcitationwavelengths
identicaltothefocalpositionforemissionwavelengths.When
the system is truly ‘confocal’, the light collected by a pinhole
with diameter equivalent to one Airy disk (image plane)
should be ∼70% of the total light that could be collected
from a diffraction limited spot (Sandison et al., 1995a). For
spot scanning confocals, measurements were made of image
intensityversuspinholesizetocheckthattheexpectedplateau
occurs at just beyond 1 Airy disk diameter, and re-alignment
was carried out as necessary.
For each microscope, two types of data were collected:
(1) multiple sequential images of the same field of view for
measuring the rate of photobleaching and (2) 3-D stacks of
optical sections with two excitation/emission wavelengths for
intensity measurements on single beads.
(1).Photobleaching measurements utilized specimens with
no AlexaFluor488 glucose in the background solution.
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Fading of fluorescence in the green channel was
recorded over time, at several levels of illumination
irradiance.
(2).Small stacks of optical sections were acquired from
fields having an appropriate density of well-separated
single beads, using at least four different illumination
irradiance/exposuretimecombinationsforeachspecimen.
Suitable regions were chosen by observation of the red
fluorescence channel. In initial experiments, images were
collected at a single visually identified focal plane, but
it was found that variations in focus between different
beads across the field of view was a large source of noise.
Accordingly, all of the data presented here was acquired as
3-Dstacksofthreeorfivefocalplanesseparatedby0.1or0.2
μmi nz. For the fluorescein/AlexaFluor488 image (‘green
channel’, 488 nm excitation, 500–550 nm emission),
illumination irradiance and exposure times were different
for specimens with different background fluorophore
concentration, whereas the illumination condition for the
‘red channel’ images was the same for all specimens on a
given microscope.
Zeiss LSM510 (spot scanning confocal). Plan-Neofluar 1.3
numericalaperture(NA)40×or1.45NA100×objectivelens;
green channel: 488 nm argon laser excitation, 500–550 nm
emission; red channel: 543 nm HeNe laser excitation,
>580 nm longpass emission; pixel size 0.1 μm; z-increment
0.2 μm; pinhole size 1.0 or 0.5 Airy disk units; pixel dwell
time1.28μs;illuminationirradiancesetbylasertubecurrent,
which was held at 30% of maximum, and an acousto-optical
tunable filter (AOTF; 0.5–3% used for these experiments)
LeicaTCSSP2AOBS(spotscanningconfocal).A63×PlanApoCS
1.4NAobjectivelens;greenchannel:488nmlaserexcitation,
500–550nmemission;redchannel:561nmlaserexcitation,
>580 nm longpass emission; pixel dwell time 2.5 μs; pixel
size 0.1 μm; z-increment 0.2 μm; pinhole size 1.0 or 0.5 Airy
disk unit. Illumination irradiance set by analogue laser tube
current control (held at ‘Low’) and an AOTF.
Olympus FV1000 (spot scanning confocal).A6 0 × PlanApo
1.42 NA objective lens; green channel: 488 nm argon laser
excitation,500–550nmemission;redchannel:543nmHeNe
laserexcitation,>580nmlongpassemission;pixelsize0.1μm;
pinholesize1Airydiskunit;pixeldwelltime2μs.Illumination
irradiancesetbylasertubecurrentcontrol(settoitsminimum
value) and an AOTF.
DeltaVision Spectris (WFD). Two different similarly equipped
versions of this system were employed. The results were not
significantly different; data from only one is reported here.
Olympus IX70 base; 100× PlanApo 1.4 NA objective lens;
ChromaSedatQuadETfilterset#86000;greenchannel:480–
500nmexcitation,507–543nmemission;redchannel:543–
568nmexcitation,579–631nmemission;CoolSnapHQCCD
camera (12-bit digitization, 6.4 μm pixels, full well capacity
18000 e−, read noise 6 e− rms; quantum efficiency (QE) ∼
60% at 525 nm); 2 × 2 binning, image pixel size 0.13 μmi n
xy,0.2μminz.Illuminationirradiancecontrolledbysoftware
selectableNDfilters(1,3,10,32,50,100%T).Exposuretimes
ranged from 80 to 500 msec. The illumination field stop was
set to a diameter ∼30% greater than the field of view of the
CCD.
YokogawaCSU-10(spinningdiskconfocal).Threeversionsofthe
spinning disk confocal using the Yokogawa CSU-10 scanhead
were evaluated:
(1)Nikon TE2000U base, 100× 1.4 NA PlanApo objective
lens. A Coherent 2.5 W ArKr laser and an AOTF were
used for illumination and excitation wavelength selection
(Prairie Technologies, Middleton, WI). A triple bandpass
polychromatic mirror (Chroma # 53055) was used with
single bandpass excitation and emission filters; green
channel: 488 nm excitation, 500–550 nm emission;
red channel: 568 nm excitation, 590–650 nm emission.
Images were collected with a Hamamatsu ORCA-ER (12-
bit digitization, 6.4 μm pixels, full well capacity 18000 e−,
readnoise8e− rms;QE∼70%at525nm)andMetaMorph
software, using 2 × 2 binning, image pixel size 0.13 μm.
IlluminationirradiancecontrolsetbyAOTF.Exposuretimes
300 to 2000 msec.
(2)Nikon TE2000U base, 100× 1.4 NA PlanApo objective
lens. A Melles-Griot 100 mW ArKr laser and Sutter
filter wheels were used for illumination and excitation
wavelength selection. A triple bandpass polychromatic
mirror (Chroma # 53055) was used with single bandpass
excitation and emission filters; green channel: 488 nm
excitation, 500–550 nm emission; red channel: 568 nm
excitation, 590–650 nm emission. Images were collected
with a Hamamatsu ORCA-ER (12-bit digitization, 6.4 μm
pixels, full well capacity 18000 e-, read noise 8 e- rms; QE
∼ 70% at 525 nm) and MetaMorph software, using 2 × 2
binning,imagepixelsize0.13μm.Illuminationirradiance
set by analogue tube current dial (held at ‘high’ or ‘low’).
Exposure times from 75 to 8000 msec
(3)Nikon TE2000E base, 100× 1.45 PlanApo TIRF objective
lens; Melles-Griot 50 mW ArKr gas laser; dual band-pass
dichromaticmirrorusedwithsinglewavelengthexcitation
and single bandpass emission filter; green channel:
488 nm excitation, 500–550 nm emission; red channel:
568 nm excitation, 585–629 nm emission; Hamamatsu
ORCA II ER camera, 14-bit digitization, 6.4 μm pixels,
full well capacity 40000 e− at 2 × 2 binning, read noise
4e− rms; QE ∼ 70% at 525 nm; image pixel size 0.13 μm.
Illumination irradiance set by analogue tube current dial
(held at ‘8’). Exposure times 200 to 3000 msec.
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Fig.1 Emissionspectraoffluoresceinwith492nmexcitation,thebeadred
fluorophore with 580 nm excitation, and beads containing both the red
fluorophoreandcovalentlyattachedfluorescein,with488nmexcitation.
The500–550nmemissionbandusedforthebeadintensitymeasurements
is shown in grey.
Detector calibration
For each microscope system, the proportionality factor (g)
relating image intensity values (grey levels) to the apparent
number of photons detected was measured. The value was
obtained from a graph of variance versus mean intensity
for a set of images. To determine image variance, a pair of
images of a uniform field was collected in rapid succession
with no change in conditions. Subtracting one member of
this pair from the other gives a difference image in which
allsystematicdifferencesareremoved,leavingpredominantly
Poisson noise with variance equal to twice the variance of a
single image. Repeating this paired acquisition with several
differentilluminationconditionsandplottingthevariancesso
obtained against the mean intensity value in each pair gives a
straight line whose slope is 2/g. This value changes with the
gainsettingforCCDcameras,andwithPMTvoltage(inversely
proportional to Vn, n = 6–7) and pixel dwell time (increases
linearlywitht)forPMTbasedsystems.ForCCDcameras,gain
waskeptatthelowestsetting.Forthespotscanningconfocals,
g was determined for a range of PMT voltages and dwell times
spanning the values used for the bead analysis. The signal
from PMT detectors contains a small amount of ‘extra’ noise
generated by the amplification process, and thus the variance
computedasdescribedaboveslightlyoverestimatesthePoisson
noise,resultinginaslightunderestimateforg.Fortherangeof
PMTvoltagesusedhere(800–1100v),theerroringis∼10%
(Shapiro, 2003).
Data collection
Figure 1 shows the emission spectrum of the beads when
excited at 488 nm. To eliminate contributions from the red
(photostable) fluorophore, images were collected using 500–
550 nm bandpass filters. Figure 2(B) shows the relationship
between the background fluorescence from out of focus
fluorophores and the depth of the solution under the cover
slip imaged in a WF microscope with high NA objective
lens. Background fluorescence increases until the underlying
solution is >100 μm deep, even though the integrated
intensity from a single point falls to zero when it is more
than ∼4 μm from the focal plane of the objective lens
(Fig. 2B inset). To maintain consistent levels of background,
slidesweremountedoverasolutionwithadepthof∼130μm
for all experiments.
Photobleaching measurements provided the calibration
of the illumination system for each microscope that was
prerequisiteforcomparisonbetweendifferentsystemsatequal
illumination irradiance. We determined the rate constant for
photobleaching, measured in units of fractional amount of
photobleachingperacquisition.Thisallowedcalculationofan
exposureindex;i.e.anexposureindexof0.02correspondstoan
illuminationdosethatwouldphotobleach2%ofthefluorescein
molecules on the bead during one image acquisition.
One ‘acquisition’ is defined as the imaging required
to acquire all the information needed to determine total
fluorescenceemittedfromthebeadaswellasthecontribution
from in-focus and out of focus background fluorescence, and
thus to calculate net integrated bead intensity. Removal of
out of focus background is accomplished automatically in a
confocalwhenthelightpassesthroughthepinhole,soasingle
opticalsectionofanin-focusbeadcontainsalltheinformation
necessary for calculating net integrated bead intensity. In
the WF case, deconvolution is required to remove the out of
focus background, which requires information from the out
of focus as well as in-focus planes. Thus the raw data for the
performance comparison (one ‘acquisition’) comprises single
images for the confocals, but small 3-D stacks for the WF
microscopes. Stacks of three images separated by 0.2 μmi n
z were found to be optimal. Increasing the number of images
inthestackdidnotincreasethefinalimagequalitysufficiently
to compensate for the increased illumination.
Image analysis
All measurements on images were performed using ImageJ
(http://rsb.info.nih.gov/nih-image/).Resultswereexportedas
text files and imported into Excel for secondary calculations.
(1) Photobleaching curves:
Using the first image of the time series, upper and lower
intensity threshold values were chosen to form a mask that
excluded background regions and large clumps of beads, but
includedsinglebeadsandsmallclusters.Theaverageintensity
within the masked region was measured for images in the
time series, corrected for background, divided by the value
computedforthefirsttimepointandplottedversuscumulative
exposure time on a semilog plot. The exponential decay
constant was determined by a least-squares fit to the initial
portionofthiscurve(<20%photobleaching).Thevaluesofthe
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Fig. 2 (A) Diagram of the measurement regions described in the text. The diagram represents a portion of a digital image containing a single bead. Grey
lines denote pixel boundaries. A grey-scale representation of the bead is at the centre of the diagram. Raw bead intensity is defined as the sum of the pixel
values in the central 7 × 7 box. The local per-pixel background (b) is measured in a 25 × 25 pixel neighbourhood that excludes the central 7 × 7b o x .Net
integrated bead intensity (S) is calculated by subtracting the background in the 7 × 7 box (i.e. 49b) from the raw bead intensity. Contrast (C) is defined as the
magnitude of S relative to the magnitude of the expected Poisson fluctuations in background over the central 3 × 3 pixels, which is approximately the
area occupied by the visual image of a bead. (B) The relationship between average background intensity from out of focus fluorescence and fluorophore
solution depth for an NA1.4 lens focused at the cover slip. The inset shows the integrated intensity from a single subresolution fluorescent bead as a
function of defocus for the same objective lens and light source. (C) The ratio of background intensity from out of focus fluorescence to the net integrated
intensity from a single bead (B/S), at various concentrations of Alexa Fluor 488 in the background solution. The beads are invisible by eye above 1 μM,
but can be seen on a good monitor with contrast enhancement up to ∼4 μM( B/S ∼20)
decayconstantsmeasuredatdifferentilluminationirradiance
were plotted against the appropriate illumination system
parameter (e.g. AOTF% setting, ND filter% transmittance,
etc.), and the regression coefficients for the resulting straight
line were obtained by least-squares fitting. In all cases these
plots showed that the rate of photobleaching varied in strict
linear proportion to the illumination irradiance parameter.
The regression coefficients were used to interpolate values of
thedecayconstantforeachsetofconditionsusedincollecting
bead images. We used the interpolated decay constant in the
formofanexposureindex(E)asameasureoftheillumination
irradiance-time integral for each experimental condition. If
thedecayconstantforaparticularacquisitionisdenotedbyD,
then the exposure index is given by E = 1.0 − e−D.
(2) Net integrated intensity of single beads:
A plugin for ImageJ that implements a feature point
detectionandtrackingalgorithm(Sbalzarini&Koumoutsakos,
2005) was used to locate candidate single beads in the
middle optical section of the red channel of each stack. The
plane of best focus and refined centre of mass of the bead
was then determined by a search in the neighbourhood
of this initial location. In specimens with low background
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fluorophore concentration, this search could be carried out
accurately in both red and green channels, which served
to establish the lateral and axial displacements between
the red and green channel images characterizing each
microscope system (typically < 1 pixel). Knowing these
displacements,thelocationofthegreenbeadimagecouldthen
be accurately determined from the position of the red bead
image in specimens where the high background fluorophore
concentrationloweredthevisibilityofthegreenbeadsomuch
that direct searching in the green channel was not feasible.
Pixel intensities within a 7 × 7 pixel box centred on the
refined centre of mass of each bead were summed to give the
raw integrated bead intensity in the red and green channels
(Fig. 2A). From this sum, the local background intensity
(b), measured in a 25 × 25 box surrounding each bead, was
subtracted to give the net integrated single bead intensity (S).
Specifically,ifthesumofthe49pixelsinthe7×7boxisdenoted
T7,thesumofthe625pixelsintheentireconcentric25×25
box is T25, then b = (T25 − T7)/576 and S = T7 − 49b.
Displaying the histogram of the net integrated red bead
intensities for all the images collected on a microscope system
typicallyrevealedabimodaldistributionwithtwoclearpeaks,
corresponding to single beads and to pairs of beads too close
together to be resolved. This histogram was used to set a
threshold that excluded double beads. The pared list was then
further filtered to remove beads near the edge of the image,
or too close to a neighbour, situations that interfered with
measuring the local background intensity.
Results
Design of the test specimen and performance assay
As described in Methods, 0.2 μm beads, labelled with a
small but constant amount of a green rapidly bleachable
fluorophore (fluorescein) and much larger quantity of a
red photostable fluorophore (Fig. 1), were adsorbed to a
cover slip and mounted over a ∼130-μm-thick layer of
solution of a green photostable fluorophore (Alexa Fluor
488) with excitation/emission spectrum essentially identical
to fluorescein. The red fluorophore on the bead is not used
in the quantitative measurements. It serves merely to provide
a means of locating the beads and setting the focus without
photobleaching the green fluorophore, even when the green
fluorescenceofthebeadsis‘invisible’duetohighbackground.
It is useful to have a parameter for quantitatively
characterizing specimens with respect to the severity of
problems caused by out-of-focus background fluorescence.
Such a parameter could be a suitable guide in deciding which
type of microscope would be most effective. For this purpose,
an informative parameter is the ratio of background intensity
to the intensity of the smallest objects of interest in the focal
plane.Intermsofthetestspecimensusedhere,theparametric
ratioistakenasthebackgroundintensitysummedoverabead-
sized area, denoted B, divided by the total net intensity from
a single in-focus bead, denoted S (Fig. 2A). The visible extent
of a single bead is ∼3 × 3 pixels, so B is taken as nine times
the average background per pixel; i.e. B = 9b (see Fig 2A).
Figure 2(C) shows the change in the ratio B/S as a function
of concentration of AlexaFluor 488 in the solution under the
cover slip. The dashed line is a least-squares fit to the data
points.
NotethatbydefinitionB/Scharacterizesaspecimeninterms
of its image in a WF microscope; that is, in a microscope in
which all out of focus fluorescence appears in the image (as
opposed, for instance, to a confocal in which much of the
out of focus fluorescence has been blocked from the image).
Anticipatingresultstobedescribedbelow,astheconcentration
of AlexaFluor 488 in the background solution increases
beyond5μMitwillbefoundimpossibletomeasureS,andhence
impossible to evaluate B/S directly, using a WF microscope
withaCCDdetectoroftypicalwellcapacityanddynamicrange.
However,itisnecessarytohaveaparameterthatquantitatively
compares the severity of out of focus fluorescence over the
entire range of specimens used here, not limited merely to
specimens suitable for imaging by WF microscopy. For the
purposes of this paper, we could simply use the background
AlexaFluor488concentrationasthatparameter.Itishowever
preferable to use a parameter like the B/S ratio that will
be useful in principle for any specimen (i.e. based on image
intensities), not just the artificial bead test specimens we
consider here. The regression line in Fig. 2(C) provides an
indirect method of determining the expected value of B/S at
any concentration of AlexaFluor 488, regardless of whether
thedenominatorcouldbedirectlymeasuredbyWFmicroscopy.
The equation for this regression line was used to calculate the
expected ratio B/S for all concentrations of AlexaFluor 488,
includingthosehigherthan5μM.Toavoidconfusion,itisbest
to not use the symbols B and S in this connection, since those
symbols will be in constant use throughout the remainder
of the paper for directly measured quantities in images from
both WF and confocal microscopes. For want of a standard
nameforthisratio,wewillcallittheHazinessindexanddenote
it H.
Figure 3 shows a montage of typical images obtained from
thedifferenttypesofmicroscopesatvariousconcentrationsof
background fluorophore, i.e. from specimens with different
values of H. As expected, image quality decreases with
increasing H. For this overview figure, the images have
been digitally contrast enhanced, but even so the decreasing
visibility of single beads with increasing H is obvious. To
characterizedifferentmodesofmicroscopy,weusedbeadsina
defined background to measure the integrated intensity after
backgroundsubtraction(i.e.thenetintensity)andthecontrast
generatedbetweenthebeadsandthebackground.Inaddition,
we measured the fluctuation of the net integrated intensity
withinpopulationsofbeadsunderidenticalconditionstoassess
the precision of different imaging modalities.
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Fig.3 Montageofimagesofbeadswithdifferentamountsofoutoffocusfluorescence(hazinessindex,H)fromwide-field(WF),spinningdisk(SD)andspot
scanning (SS) confocal microscopes. The concentration of AlexaFluor 488 in the background solution is given in parentheses for each image. For this
figure, nonlinear contrast stretching has been employed to optimize single bead visibility in the green channel in the images with high background. The
smallest objects visible in the red channel are single beads. Larger objects are clusters of multiple beads.
Image collection and data analysis
Two types of data were collected on each microscope: (1)
a series of sequential images of the same field of view of
beads in the absence of background fluorophore, used for
measurements of photobleaching rate to calibrate the illumi-
nation system and (2) optical sections of beads in the
presence of different amounts of background to determine
theaveragebeadintensityanditsstandarddeviationatseveral
levels of illumination dose.
Figure4showstypicalphotobleachingcurvesforarangeof
illuminationdoseondifferenttypesofmicroscopes.Theinitial
rateofbleachingisaccuratelymodelledbyasingleexponential
decay process, but beyond ∼30% loss of intensity the curves
sometimes become more complex. The decay constant for
the initial rate of photobleaching increases linearly with
illumination irradiance over the entire range of irradiance
achievableintheWFandspinningdisksystems(Fig.4DandE),
butspotscanningconfocalscaneasilyachieveirradiancehigh
enoughtodepletethepopulationofground-statefluorophores,
givingrisetothecurvatureseeninFig.4(F).Formeasurements
onthespotscanningconfocals,opticalsectionswerecollected
with illumination irradiance restricted to the linear range.
Pixel dwell times were also kept short (<3 μs), since it was
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Fig. 4 Photobleaching curves used for calibration of the illumination systems. (A, B, C) Semilogarithmic plot of the normalized fluorescence intensity
(ln(I/I0) of the green fluorophore in a series of images of the same field of view of beads, taken in WF, spinning disk confocal (SD) and spot scanning
confocal(SS)microscopes.Ineachsystem,decaycurvesforseveraldifferentlevelsofilluminationirradianceareshown.(D,E,F)Least-squaresestimated
exponentialdecayconstantsfrom(A–C)(solidsquares)plottedagainstthesystems’illuminationirradianceparameters,withtheleast-squaresfitstoeach
dataset shown as a dashed line. Note the deviation from linearity for the spot scanning confocal system (F) at AOTF settings >10%.
foundthattheilluminationirradiancerequiredforsignificant
ground state depletion decreases as the dwell time per pixel
is increased. This observation is consistent with ground state
depletion occurring due to accumulation of fluorophores in
a state with a relatively long lifetime; i.e. in a triplet state
withlifetimeofmanymicroseconds,ratherthanintheexcited
singlet state, which has a lifetime of ∼5 ns.
The measurements of Fig. 4 show that for each microscope
photobleaching is proportional to illumination irradiance.
In order to use photobleaching as a standard measure of
illuminationirradiance,itisnecessarythattheproportionality
constant relating photobleaching rate to illumination
irradiance be the same for all microscopes. As there is
an approximately 106-fold difference between illumination
irradiance in WF and spot-scanning confocals, the possible
existence of different mechanisms of photobleaching and
hence different proportionality constants needs to be
considered seriously. To rule out this possibility, we made
one set of direct measurements of both illumination dose
and photobleaching at these two extremes of illumination
irradiance. Imaging conditions in a WF and a spot-scanning
confocalwereadjustedbytrialanderrortogiveequalamounts
of photobleaching during acquisition of a single image of
a very thin layer of fluorescein (see Methods), using the
same specimen slide for both. With these same conditions,
measurements using a light meter at the specimen plane
showed that the illumination dose to the specimen was
identical for the two microscopes within the error of the
measurement (<10%). Taken together, our measurements
show that over the range of illumination irradiance spanning
typical WF and spot-scanning confocal microscopy with CW
lasers, the amount of photobleaching bears a fixed linear
relationship to the illumination dose.
How many photons are acquired from a single bead?
Figure5(A)showsatypicalcomparisonofphotonacquisition
efficiency among several WF, deconvolution, spinning disk
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Fig. 5 (A) The average number of photons acquired from a single bead in images from WF, deconvolved WF (WFD), spinning disk confocal (SD) and spot
scanningconfocalmicroscopes(SS),plottedagainststandardizedilluminationdosage.Notethatbothaxesarelogarithmic.(B)Netphotonsacquiredfrom
a small biological test object, the conoid of YFP-tubulin transgenic Toxoplasma gondii, when imaged with two of the same microscopes as used for (A), a
WF and a spinning disk confocal microscope, plotted against standardized illumination dosage. The dashed lines are least-squares fits to the data points.
Note that both axes are linear in this comparison.
andspotscanningconfocalmicroscopesexpressedasthetotal
numberofphotonsabovethebackgroundcollectedfromsingle
beads as a function of ‘exposure index’ (E). The exposure
index is a system independent measure of the amount of
excitation light used in forming the images of single beads.
Itisdeterminedforeachsystembymeasuringphotobleaching
rates,andcanbeinterpretedasthefractionalbleachingcaused
by acquisition of a single image (see Methods). Note that
Fig. 5(A) is on a logarithmic scale to allow the plotting of all
three types of microscope on one graph. On this scale, the
differences between individual microscopes (i.e. microscopes
from different manufacturers) are very small compared to
the differences between optical designs. The rank order of
efficiency is as expected: for the same amount of illumination,
WF microscopes acquire more photons than a spinning disk
confocal, and both of these collect far more than a spot
scanning confocal. What was unexpected is the scale of the
differences in efficiency, ∼4-fold between WF and spinning
disk, and ∼50-fold between spinning disk and spot scanning
confocals. Some of the difference between spinning disk and
spotscanningconfocalisaccountedforbythelargedifference
in quantum efficiency between the CCD camera of a spinning
disk system (∼60%) and the PMT of a spot scanning confocal
(∼10%),butthereasonsfortheremainderoftheefficiencygap
areunclear.Equallysurprisingfromatheoreticalstandpointis
the large difference between WF and spinning disk confocals,
approximatelyfourfoldinthissetofcomparisons.Wemadeno
effort to ascertain which of the many differences in optical or
electronic components is responsible for the large gaps, since
the different microscopes had hardly anything in common
(different objective lenses, light sources, filters sets, cameras).
However the data all fall on the same lines, even though
collected from systems supplied by several different vendors
of each optical design, on microscopes located in different
cities, over an interval of >1 year. It therefore seems that
the differences in performance shown in Fig. 5(A) are a
reproducible feature distinguishing the different classes. It
is likely that the specimen used for the performance assay
accentuates the differences between optical designs, because
comparison using a somewhat larger, much brighter, and
morephotostablebiologicaltestobject(Fig.5B;YFP-tubulinin
the ∼0.4 μm diameter conoids of Toxoplasma gondii, Swedlow
etal.,2002;Huetal.,2006),weobserveda∼2-folddifference
between a WF and a spinning disk system, using two of the
same microscopes used for Fig. 5(A). The conoid is ∼2×
larger in diameter, ∼10-fold brighter and ∼10-fold less prone
to photobleaching than our test beads; in other words, it is
much easier to image. A general observation throughout the
course of our experiments has been that differences between
microscopesbecomemuchmorepronouncedasthespecimens
becomemorechallenging.Therefore,tinyphotolabilebeadsof
only modest brightness are a good test object for performance
comparisons.
It is quite instructive to compare the performance shown
in Fig. 5(A) with the same measurements on specimens
with increasing amounts of out of focus fluorescence.
Figure 6 shows the same group of microscopes, but with
specimens containing 4.8, 25 or 100 μM AlexaFluor488
in the background solution, corresponding to H values of
approximately25,120and480.ForCCDdetectors,increasing
background fluorescence mandates a decrease in exposure
index to avoid detector saturation. As a consequence, the
net photons per bead decreases by more than 10 fold (note
the 10-fold decrease in vertical axis scale for each change in
backgroundfluorescence),sincemostofthedetectorcapacity
is being used for background photons. The pinholes of the
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Fig. 6 Average net photons acquired from a single bead by microscopes of different types, plotted against standardized illumination dosage, for three
differentlevelsofout-of-focusbackground(hazinessindex,H),onalogarithmicscale.IntheH =484(100μMAlexaFluor488backgroundsolution)plot,
‘SS2 HA’ indicates spot scanning confocal #2 operated with the pinhole set to 1/2 Airy disk diameter.
spinning disk remove most of the background, permitting
higher exposure before detector saturation occurs. For the
PMT based spot scanning confocals, exposure does not need
to be reduced at high background levels because the gain
can be varied over several orders of magnitude, and the
number of photons collected per bead can therefore be kept
constant.
Note that in Fig. 6, even at the highest values of H, the
number of photons per bead in images from one of the
spinning disk confocals is almost 10-fold larger than for any
of the spot scanning devices. However, the benefit gained
from this considerable advantage can be judged only after
consideringtwootherperformancemeasuresdescribedbelow,
the image contrast and the precision of measurement of
net bead intensity. For the other spinning disk, SD3, the
background fluorescence leaks into the image so much that
measurementsofsignalfromthebeadaredominatedbynoise,
and completely unreliable (see ‘Contrast’, below). In trying
to interpret the apparent precipitous drop of net photons
collected by SD3 with increasing exposure index in the H =
484 graph, it is helpful to keep in mind that the ∼50 net
photonsathighestErepresentstheaveragedifferencebetween
values of background plus signal of ∼400050 photons and
background alone of ∼400000 photons. Unsurprisingly, the
result is unreliable.
To validate our measurements of photon efficiency, it is
worth considering how many photons could in principle be
collected from a single bead and comparing this value to
actual measurements. By comparing the fluorescence of a
dilute bead suspension with that of a fluorescein solution
standardinafluorescencespectrophotometer,andalsobyflow
cytometry analysis (see Methods), the number of fluorescein
molecules per bead was estimated to be ∼2000. Using
publishedvaluesforthequantumyieldsforfluorescence(0.9)
and for photobleaching (3 × 10−5) of fluorescein in aqueous
solution,afluoresceinmoleculewouldemit∼30000photons
on average before photobleaching (Tsien & Waggoner, 1995),
or ∼6 × 107 photons per bead. Taking the overall efficiency
of the WF microscope/CCD camera to be ∼6% (calculation
in Sandison et al., 1995b, adapted to our conditions), and
taking into account the fraction of the fluorescein emission
spectrum admitted by our 500–550 nm filters (∼75%), the
expected maximum number of acquired photons per bead is
∼ 2.7×106. The highest efficiency measurement from our
entiredataset(WFmicroscope,nobackgroundfluorophore)is
in excellent agreement with this calculation; 23842 photons
per bead acquired on average at an exposure index of 0.0093,
whichextrapolatesto2.6×106 photonsperbeadatcomplete
photobleaching. This calculation verifies the accuracy of our
measurementsfortheWFmicroscopes,andthereforesuggests
thatthereisroomforconsiderableimprovementinthephoton
efficiency of spinning disk confocals, and even more room for
improvement of spot scanners.
Contrast: How visible is the bead against the background
fluorescence?
A quantitative measure of contrast that correlates well with
the perceived visibility of single beads is given by the ratio
of the average above-background intensity of the bead to
the average size of fluctuations in a bead-sized patch of
background. The visual impression of the extent of a single
bead is limited to ∼3 × 3 pixels and, empirically, the
visual perception of contrast seems to depend on background
fluctuation over a region of roughly that size. Motivated by
this admittedly somewhat subjective empirical observation,
we therefore defined contrast as S/B1/2, where B, the sum
of the background in a bead-sized patch, is again defined
as 9b. (Note that in a superimposed average of many beads,
intensities significantly above background are detectable over
a larger area, and therefore the definition of S utilizes a 7 × 7
box in order to ensure complete collection of the bead signal.
However, most of S is contained in the central 3 × 3 pixel
region.)
When the out of focus fluorescent background is low
(H lessthan20),thecontrastinaWForWFDimagesurpasses
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Fig. 7 Contrast in images of single beads acquired on different types of microscopes at 4 different levels of out-of-focus background (haziness index, H),
plotted against standardized illumination dosage, on a logarithmic scale. Note the 100-fold difference in vertical scale among the graphs. In the H =
484 (100 μM AlexaFluor 488 background solution) plot, ‘SS2 HA’ indicates spot scanning confocal #2 operated with the pinhole set to 1/2 Airy disk
diameter.
all of the confocal methods (Fig. 7). As with the photon
efficiency measure, at low H differences between individual
microscopes are minor compared to the differences between
types. At higher H, and over a broad range (20 < H <
200) spinning disk confocals achieve superior contrast, with
differences in performance between individual microscopes
becoming increasingly significant as H increases. Notice that
at the highest H, the difference in contrast between SD2 and
SD3 is at least 4-fold, which is in accord with the dramatic
difference in photon efficiency between these two spinning
disk confocals shown in Fig. 6 at this level of H. For SD3,
fluorescence from the background has so contaminated the
image that the signal from the bead is lost in the noise. For
H > 200, single beads are visible only in the images from
a spot scanning confocal (cf. Fig 3), and then only with
reduced pinhole size. At these very high levels of background,
the contrast is extremely sensitive to excess illumination
irradiance. If ground-state depletion becomes significant,
increasedexposureindexreducescontrast,astheillumination
then excites out of focus fluorophores more efficiently than
fluorophores in the focal plane.
Precision: How much variation exists among individual images
from a population of identical beads?
Images of 20 to 200 individual beads were analyzed under
each set of conditions on each microscope, a total of more
than 32000 bead measurements. The average number of
photons above background from single beads was divided
by its standard deviation to give a measure of SNR. If
the dominant source of noise in the measurements were
stochastic fluctuations in the number of photons acquired
per bead (Poisson noise), then the SNR should increase
in proportion to S1/2. However, this was not the case;
the noise measured was far greater than the expected
contributionofPoissonnoise(seeDiscussion)andtheSNRfor
individual microscopes showed no consistent trend relative to
exposure (data not shown). Accordingly the measurements
at all exposure indexes were combined to give an
average SNR for each value of H (Fig. 8). Although some
differences between individual microscopes of each type were
apparent, they were relatively minor, and unimportant for
the present discussion, so SNR values were lumped together
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Fig. 8 Average SNR in populations of images of single beads acquired
on different types of microscopes, plotted against the haziness index H
(logarithmic scale for X-axis only). Data for all illumination dosages and
all individual microscopes of each class have been lumped together.
for each optical design to simplify the presentation. Figure 8
shows a plot of SNR versus H on a logarithmic scale for
WF, WFD, spinning disk and spot scanning confocals. At
low H, WF gives the most precise measurements, but the
SNR drops rapidly as H increases, and plummets to near
zero at H > 20. Deconvolution, though it improved contrast
significantly,amplifiesthedifferencesbetweenindividualbead
images, lowering SNR. Among the confocals, the data from
spot scanning devices is significantly more precise than from
spinning disk confocals. As H exceeds 50, SNR begins to fall
forbothtypesofconfocal,apracticallimitforacquiringuseful
data being H = 500 to 1000 with a spot scanning confocal.
A striking and disappointing aspect of Fig. 8 is the low
SNR achieved even under the best conditions. Several factors
contribute to this (see Discussion) but one very obvious
problem is variation in illumination and sensitivity across the
field of view. Figure 9 shows representative examples of this,
by no means the worst examples encountered, from all three
types of microscope. Perhaps surprisingly, the spot scanning
confocals are the least offensive in this regard. Spinning disk
confocals are the worst offenders. The most obvious problem
is the banding seen in Fig. 9, also prominent in Fig 3. This
is believed to be partly the result of aliasing induced by
the mismatch between two temporal sampling intervals: the
interval between successive pinholes sweeping over the same
pixel,andtheintegrationtimeontheCCD(Chongetal.,2004).
Wobbleofthespinningdiskalsoleadstobanding.Inadditionto
banding, quite a large nonuniformity in response is indicated
bythemarkedshadingoftheperipheralfieldofviewinimages
from spinning disk confocals.
Figure 9 makes it clear that post-acquisition processing to
compensatefornonuniformilluminationanddetectionacross
thefieldofview(‘flat-fielding’)wouldsignificantlyimprovethe
SNR,butfurtheranalysisofthedatarevealsthatotherequally
large sources of excess variance are present. For the most
precise subset of the data (WF images with zero background
fluorophore), restricting the measurements to beads located
within the central 1/10th of the field of view reduced the
variation in net photons by 2-fold to ∼10%, but the residual
variationisstillmorethan10-foldlargerthanexpectedonthe
basis of photon counts, even for this best-case subset.
Discussion
Our assay has, for the first time, quantified the differences
between the major modes of 3-D fluorescence microscopy
when collecting images in 3-D with different levels of
background fluorescence. We find relatively small differences
between different commercial versions of the same mode, but
strikingdifferencesbetweenthedifferentmodalities.Wefinda
2-to4-folddifferenceinthelightefficiencyofWFDsystemsand
spinningdisksystemsandafurther50-folddifferencebetween
spinning disk and spot scanning systems.
Our approach extends a previous report, where a simpler
performance assay utilizing the SNR in single pixels of an
Fig.9 Nonuniformityacrossthefieldofviewinimagesfromsampleswithhighbackgroundacquiredon(lefttoright)WF,spinningdiskconfocal(SD)and
spotscanningconfocal(SS)microscopes.Thebrightobjectsarelargeclumpsofbeads.Singlebeadsarenotvisibleinthepresenceofthismuchbackground
at this low magnification.
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image of small photobleachable beads was described. This
simpler approach has been recently used to characterize the
difference between spot scanning and spinning disk confocal
microscopes (Wang et al., 2005). However those comparisons
usedatestspecimenwithnooutoffocusfluorescence.Clearly,
whencomparingdifferenttypesofconfocalimagingmodesor
confocalandWFDmicroscopy,someaccountneedstobetaken
of their relative efficiency in removing the contribution from
outoffocusregions.Forexample,mostspotscanningconfocals
have a continuously adjustable pinhole diameter, whereas in
spinning disk confocals, the pinhole size is fixed or adjustable
onlyinlargesteps,thussometimesnecessitatinguseofalarger
than optimal pinhole. For a thin specimen that has little or no
fluorescent material in out of focus planes, a larger pinhole
diameter would be an advantage, allowing capture of more of
the emitted fluorescence in a single optical section. However,
this advantage turns into a serious liability as the amount of
out of focus fluorescence in the specimen increases, because
the larger pinhole passes more out-of focus fluorescence and
degrades the image quality.
WF, spinning disk and spot scanning confocal microscopes
differ greatly in many ways that potentially affect their
performance in imaging thick specimens, so that a priori
prediction of relative performance, even in theory, is difficult.
However, the influence of some of those differences can be
understood in at least a qualitative manner. For instance, WF
microscopes collect an entire image plane (∼106 pixels) in
parallel, while spinning disk confocals collect ∼103 pixels in
parallel, and spot scanners collect 1 pixel at a time. Collecting
a large number of points (spinning disk) or an entire image
plane (WF) in parallel of course gives a large improvement
in speed compared to single spot collection, but there are
in addition two important consequences of the parallel data
collection that improve the image SNR as well. First, the rapid
fluctuations in illumination irradiance that degrade images
from spot scanning confocals (Swedlow et al., 2002) are
greatly attenuated. Second, the ability to use CCD detectors
with quantum efficiency of ∼60% instead of PMT detectors
with ∼10% quantum efficiency is an enormous advantage.
However, in both WF and spinning disk systems, there are
other factors that may outweigh these advantages for some
specimens. In the WF case, it is necessary to collect a 3-D
stack instead of a single image plane to address out of
focus blurring, even if 3-D information is not needed, thus
increasing the exposure and photobleaching. Additionally,
the calculations necessary to remove the contributions from
out of focus planes tend to amplify the noise. In specimens
withmodestbackground,theamplificationofnoisestemming
from the deconvolution calculations is usually compensated
by the increase in signal due to collection of additional
images (Swedlow et al., 2002). However, in samples with a
very large out of focus component, collecting additional focal
planes may give a much larger increase in total background
than in total signal, reducing the SNR. In the multiple-spot
confocals (spinning disk or pinhole array scanning), the loss-
of confocality associated with ‘cross-talk’ between different
pinholes(Conchello&Lichtman,1994)maybegintodegrade
contrastandSNRinimagesofspecimensthatarethickerthan
∼d/(2 tan α), where d is the spacing between adjacent spots,
and α is the objective aperture half-angle, both measured in
object space. This cross-talk is likely to be at least partially
responsible for the lower contrast achieved by spinning disk
compared to spot scanning confocals at very high H in the
current measurements.
While we have compared photon efficiency, contrast and
SNR is this study, other measures, such as sensitivity to
optical imperfections and speed of data acquisition, might be
more important for particular applications. For example, a
significantdifferencebetweenWFDandconfocalmicroscopes
is manifested by the effect of optical aberrations on their
performance (Sandison et al., 1995b). In a WF microscope,
imperfectly matched filter sets and lens chromatic aberration
lead to wavelength-dependent axial and lateral image shifts
and differences in magnification, with only minimal effect
on image intensity. However, in spot scanning or spinning
disk confocals, image shifts are minimal but image intensity
is severely affected by chromatic aberration. The speed of
imaging, both in terms of duration of a single exposure
and the maximum repetition rate, is also frequently a major
consideration. Even when only one 3-D stack of images at a
singletimepointisneeded,thespeedofimagingcanbelimiting,
since any significant movement of the specimen during
collection of the stack makes 3-D deconvolution problematic,
and complicates the interpretation of relationships between
objects in different planes.
An extremely powerful methodology for cell biologists was
opened with the advent of the fluorescent proteins (Giepmans
et al., 2006). An important aspect of this methodology is the
capability it confers to count the number of molecules of a
specific protein in a living cell. Accurate counting requires
accurate measurement of fluorescence, and because the
purpose of counting is inevitably to compare two counts, the
precisionofcountingisofcentralconcern.Ideallythestandard
deviation of a set of measurements, such as net photons
in the image of individual beads, ought to be predictable
based simply on the known average number of photons in
the signal. In practice, the observed standard deviation of
net photons collected from populations of identical beads
is much larger, 10 to 100 fold, than the prediction. Every
microscope performed far worse than the limit imposed by
Poisson statistics, suggesting that substantial improvements
can be made in commercial digital imaging systems.
What accounts for the very large discrepancy between
the SNR expected on the basis of photon counts and the
actual measured performance? Experimentally, we find that
over a small neighbourhood, the background (b) standard
deviationistypicallyonlyveryslightlylargerthantheexpected
value, b1/2. Therefore very little extra noise is added by
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the detectors or associated electronics. Instead, the excess
variability must be already present in the number of photons
delivered to the detection system by the microscope optics. As
described under Results, part of the problem is variations in
illumination and sensitivity across the field of view. Another
problemissmallamountsofdefocus,dueeithertoincomplete
flatness of field correction in the objective lenses, or random
axial displacements of the beads. Although the data analysis
incorporated a search for the local optimum focus (see
Methods),forpracticalreasonsthez-incrementbetweenplanes
in the 3-D stacks could not be made smaller than 0.2 μm.
Thus a random focus error of up to 0.1 μm could be present.
For a 1.4 NA objective lens in a WF microscope, a focus
error of 0.1 μm would decrease the peak pixel intensity by
∼15%. The effect on integrated intensity would be much
smaller, but the integration would have to be carried out
over a large neighbourhood. In practice, the integration in
our data analysis was limited to a neighbourhood of 4 ×
4 Airy disk diameters, so a small effect of defocus error on
integrated intensity is probable. In the confocal microscopes,
both the peak and the integrated intensity would decrease by
∼15% with 0.1 μm defocus. To estimate an upper limit for
the consequences of such a defocus error, random normally
distributed decrements in the net photons per bead ranging
from 0% to 15% were applied to a model population of
beads with average photon counts the same as our WF
microscope data. In this worst-case scenario, the calculated
SNR fell by ∼4 fold from that predicted by Poisson statistics
of the average photon counts. However, this calculated SNR is
>10-foldhigherthantheactuallyobservedSNR.Weconclude
that defocus errors make only a minor contribution to the
low precision of the measurements. Adding in both the
maximal defocus error and the most pessimistic estimate of
theheterogeneityinfluoresceincontentperbead(seeMethods)
leadstoafurther2-to3-folddecreaseinexpectedSNR,butthe
finalresultisstillseveral-foldbetterthanactuallyobserved.Itis
clearfromtheseconsiderationsthattheprecisionofalltypesof
digital microscope imaging systems used for 3-D microscopy
could be substantially improved. Improvements in precision
wouldimmediatelyincreasethevalueofthesesystemsforlive-
cell imaging, where the loss of precision typically cannot be
compensated by collecting more photons.
So that our work may achieve its goal of establishing
guidelines for choosing between different modes of 3-D
microscopy, we summarize here the main result of our
comparisons. First, the magnitude of a simple specimen-
dependent parameter that we have called the haziness index
(H) provides a numerical criterion for choosing the most
appropriate mode of microscopy. H is computed as a ratio
of background in a WF image over signal: the intensity of
background from out-of-focus fluorescence divided by the
intensity of the fluorescence from a small in-focus object.
‘Small’ here means comparable in size to the Airy disk.
In practice, the intensity of such small objects will be
unmeasurable in a WF microscope for specimens with very
large background, so it will typically be necessary to estimate
Hbysomeindirectmeans.Forinstance,itwilloftenbepossible
to find a thin edge of the specimen where the background is
not overwhelming and measurement of the intensity of some
small object of interest is possible in a WF microscope. This
number could then be combined with a WF measurement of
thebackgroundinthethickestregionofthespecimentogivea
goodestimateofH.Alternatively,ifbothsignalandbackground
could be measured in a thin specimen, then knowing its
thickness relative to a thicker specimen would be sufficient
to calculate the value of H in the regions too thick for WF
microscopy.Inthisregard,thegraphinFig.2(B)willbeuseful,
showing the decreasing contribution to the background from
planes that are very far from focus.
Naturally, this sort of extrapolation will be somewhat
imprecise, but fortunately all that is required is an order-of-
magnitude estimate of H. For specimens with H less than
∼20,WFmicroscopywithdeconvolutioncanprovidethebest
images.Overtherange20<H <200,spinningdiskconfocals
are the best choice. From 200 < H < 1000, it will probably
benecessarytouseaspotscanningconfocal,andbeyondH =
1000, none of these methods is likely to be satisfactory.
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